Changes in fetal heart rate (FHR) during labor can provide important information about the wellbeing of the fetus. However, despite improvements in standardized FHR definitions and a simplification of interpretations, there remains a lack of consensus on a standardized approach for assessing FHR.
clinicians to misclassify FHR patterns within this structure. Two patterns that may frequently be misinterpreted are early decelerations and late decelerations. Both types of decelerations appear as temporary declines in FHR, but they are characterized by different timing relative to the contraction. Early decelerations generally have their nadir concurrent with the peak of the uterine contraction and are considered reassuring patterns. Late decelerations have their onset after the peak of the contraction and, unlike early decelerations, repeated late decelerations are considered ominous and an indication of fetal hypoxemia. It is important for clinicians to properly distinguish FHR patterns like early decelerations and late decelerations to ensure fetal and maternal wellbeing and to avoid unnecessary clinical intervention.
Using an FHR simulator, 3 Anderson and colleagues have conducted several studies investigating individuals' abilities to identify FHR signals in static images as well as dynamic tracings. Both untrained undergraduate students and trained professionals were found to have difficulty distinguishing between early and late decelerations. [4] [5] [6] The researchers also
found that FHR signals are more difficult to detect when variability increases.
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A visual aid has been created to assist individuals with detecting FHR signals. The aid is a large, moveable crosshair consisting of a horizontal bar and a vertical bar that each extend across the tracing. The horizontal bar may help observers detect FHR accelerations and decelerations by providing a visual guide of FHR relative to the baseline. The vertical bar may be helpful by providing a visual guide for determining whether a deceleration is early or late relative to the contraction. The purpose of the current research was to determine whether the presence of the visual aid in static FHR images would improve detection performance.
Materials and Methods

Participants
Twenty-one undergraduate students (7 women, 14 men) from Old Dominion University (ODU) with a mean age of 19.33 years (SD ¼ 0.30) and no formal training in the interpretation of FHR tracings took part in this study. All participants had normal or corrected-to-normal vision. The ODU Instructional Review Board approved the study.
Fetal Heart Rate Display
Static images of simulated tracings were produced using the FHR simulator created by Belfore and colleagues. 3 The images each measured 18 Â 15.5 cm with a white background and two red grids, one for the FHR and another below for the maternal uterine contractions. Both tracings were displayed in blue. Every image contained a single contraction. Some images contained an FHR acceleration or deceleration to be identified and others contained the FHR tracing without accelerations or decelerations present. The FHR variability in the tracings was generated mathematically from specific signal-to-noise (S/N) ratios, where the signal refers to the acceleration or deceleration. Four S/N ratios were generated to approximate the categories designated by the NICHD: absent (S/N ratio ¼ 10:1), minimal (S/N ratio ¼ 5:1), moderate (S/N ratio ¼ 2:1), and marked (S/N ratio ¼ 1:1). Depictions of the four S/N ratios are displayed in ►Fig. 1.
The visual aid was a semitransparent turquoise crosshair overlaid on the static image. The horizontal bar of the aid was placed at baseline (defined as the mean of the FHR variability) to assist with the detection of deceleration or acceleration deviations from baseline. The vertical bar was placed at the location of the peak of the contraction to help users distinguish whether FHR decelerations were early or late in nature. ►Fig. 2 displays an example of an image that contained the visual aid.
Procedure
There were three sets of FHR tracing images, each addressing a single type of signal (early deceleration, late deceleration, or acceleration). The signals were represented by small, medium, and large deviations from the FHR baseline (i.e., deviation of 5, 10, or 15 bpm). For the early deceleration images, the nadir was coincident with the peak of the contraction. For the late deceleration images, the nadir was delayed from the contraction peak by 4, 8, 12, or 16 seconds.
Each set contained 48 images in which a signal (i.e., an early deceleration, late deceleration, or acceleration) was present, and 32 images that contained no signals, to ensure that participants were required to determine whether images contained signals at all. Within each set, there were 12 images depicting each NICHD variability type (absent, minimal, moderate, and marked) combined with the three signal sizes (small, medium, and large). The images were presented in two blocks, once with the visual aids and once without the aids for a total of 240 images. The orders of the blocks and sets of images were randomized and counterbalanced across participants. Fig. 1 Examples of simulated fetal heart rate decelerations embedded in four variability categories (absent, minimal, moderate, and marked) increasing from left to right.
Participants were provided instructions informing them which type of signal they would be looking for in each set. Each image was presented for 3 seconds, after which a response screen required participants to indicate whether a signal was present and, if so, to identify the signal type and magnitude by clicking on a response choice using a mouse. Once participants selected a response, the next image was immediately presented. Participants were given a 10-minute break in between the two blocks.
Data Analysis
The data were analyzed using a 2 (aid) Â 3 (signal type, i.e., early deceleration, late deceleration, acceleration) Â 4 (variability; i.e., absent, minimal, moderate, marked) repeatedmeasures analysis of variance. Mauchly test was used to determine violations of the sphericity assumption. If detected, the Greenhouse-Geisser correction was used for the degrees of freedom. The Bonferroni-Sidak method was used for post-hoc tests.
Results
Proportion of Correct Detections
Correct detections were defined as the correct identification of an early deceleration, late deceleration, or acceleration in the image. Correct detections were calculated as a proportion of correct responses relative to the actual number of signals that were presented. Correct answers were defined based on NICHD definitions for early and late decelerations and accelerations.
There was significant effect of aid on correct detections, 
Proportion of False Alarms
False alarms were defined as instances in which participants incorrectly indicated that a deceleration was present in a tracing that contained none. There was a significant interaction between aid presence and variability for false alarm 
Discussion
The purpose of the study was to examine whether the presence of a visual aid could assist individuals with correctly identifying early decelerations, late decelerations, and accelerations in simulated FHR images. Static images of simulated FHR tracings were created and each image was presented with and without the presence of a visual aid. Results showed that the visual aid helped observers increase correct detections overall. Among the novice observers in this study, the presence of the aid led to a higher rate of detections of early decelerations, late decelerations, and accelerations in FHR images (M ¼ 0.62, SE ¼ 0.03) compared with the condition in which no aid was overlaid on the images (M ¼ 0.53, SE ¼ 0.03). The aid was also useful in reducing false alarm rate specifically for images with marked variability. It was expected that the presence of the visual aid would improve correct detection of maternal-fetal heart rate signals compared with trials in which no aid was present. This hypothesis was also supported. Proportions of correct detections were significantly higher when the aid was present than when the aid was absent. However, correct detection performance was still relatively poor. One reason for this low performance is that participants may have correctly identified the type of signal but incorrectly identified its magnitude. In the program developed for this study, participants selected a response choice that identified a type of signal (early deceleration, late deceleration, or acceleration) as well as its magnitude (small, medium, large), so there was no way for researchers to identify signals that were correctly identified independent of magnitude.
It was also expected that, based on previous research, 7 detection performance would decrease as FHR variability increased. This hypothesis was supported. There was a significant effect of FHR variability on correct detections, such that means were highest for absent and minimal variability, lower for moderate variability, and lowest for marked variability. Finally, it was expected that the visual aid would be most useful for FHR images with higher variabilities (moderate and marked). This prediction was based on the fact that higher FHR variability creates more "noise" that masks the visual signal. This hypothesis was partially supported. Although there was no significant interaction for correct detections between FHR variability and aid presence, there was indeed a significant interaction for false alarm rate between variability and aid presence. A test of simple effects revealed that the effect of aid was limited to marked variability. That is, false alarms were significantly lower (i.e., false alarm performance was better) in the marked variability condition when the aid was present, which presumably reduced participants' uncertainty as to the presence of a signal. This finding suggests that the aid was indeed more useful for signals embedded in marked variability, where detection was most difficult. Research in the psychology literature indicates that visual cues can help direct an observer's attention in visual tasks, thereby increasing accuracy and decreasing response time.
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A visual aid for FHR monitoring has been considered previously. Hall and colleagues 10 created a prototype electronic ruler to assist with assessment of FHR variability. 2 This electronic ruler contained a horizontal line placed at FHR baseline and a series of color-coded horizontal bands highlighting different levels of variability. Six obstetrics physicians assessed FHR variability on 10-minute tracings using either paper strips or the electronic ruler. The electronic ruler produced better assessment of variability than the paper strips, relative to the computer-calculated "gold standard." The findings from the present research extend these findings: whereas Hall et al used a visual aid to assist with observer identification of FHR variability, the current research applied a visual aid to facilitate the detection of important deviations from the FHR baseline. The present study has some limitations. First, the sample was drawn from a naive undergraduate student population. The results will need to be replicated with trained professionals to determine whether the same pattern of results would be found with a clinical population. Second, participants viewed static images for a fixed interval rather than inspecting a dynamic tracing for a duration of their own choosing. Results may differ when participants have control over the image inspection time. A third limitation concerns the simulated FHR tracings. The images used in this study were generated specifically to impose greater experimental control over the signal characteristics. The results obtained here might differ with tracings derived from genuine patients. In fact, the present findings might paint a more optimistic picture of performance because all of the simulated tracings had a stable baseline and were free of variable decelerations and signal dropouts often found in genuine FHR tracings. Last, the signals in this study were defined as decelerations and accelerations without concern for the clinical importance of the patterns depicted in the tracings. The goal of the study was to examine the benefit of using visual aids on the perceptibility of significant deviations in FHR from the baseline. We believe this is a necessary first step before one can address the potential of visual aids for clinically significant patterns within FHR tracings.
In sum, the present findings suggest that the use of a visual aid could be a step toward improving clinicians' identification of important signals in FHR tracings. The implications of this line of research are that the presence of a visual aid may improve the ability of clinicians to properly interpret FHR patterns under conditions in which signals are difficult to identify, such as marked FHR variability.
